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1. . INTRODUCTION

The gaseous species hydrogen chloride is an important com-
bustion by-product of certain propellants commonly used in rocket
propuisibn. Since there are probably no naturally occurring
sources of this gas, little is known about its dispersal patterns
‘and the reactive processes it can undefgo in the ambient atmosphere.
‘With the préposed increasing use of rocket—propelled space vehicles, -
it becomes important that the toxic combustion effluents and their
dispersal patterns be characterized. A trace gas analyzer capable
of measuring hydrogen-chlotide to the required degree of sensitivity

- will be one of the important tools in such investigations.

This réport contains the results of a program to develop a
prototype gas filter correlation NDIR analyzer capable of providing
the required HCl measurement capability, while maintaining an
‘adequate rejection of any other gases anticipated in the atmosphere.
Examples of the performance .of the prototype analyzer are presented
which show an rms noise equivalent concentration of 0.06 ppm of HCl
"has been achieved while'maintaining an electronically determined -
10~90% time response to gas samples of about 2 seconds. In addition,
no measureable response has been observed to Cco,, CO and H,0 while
maintaining an adequate rejection of the hydrocarbons, for example
'CH4 and n-hexane., Furthermore, experiments_have_been performed
which have both demonstrated that the span stability of the HCl gas
filter correlation analyzer is unaffected by the presence of water
vapor; and, in éddition, support the belief that the incorporation
of a relatively open~volume, multiple path sample cell into the in-
strument would enable ground station as well as airborne measure-
ments of trace quantities of HC1l in the ambient atmosphere to be
performed. | ‘ | '

This report first gives a brief account of the principle of
_the gas filter correlation technique as applied to HCl in Section 2,
which is followed by a description of the prototype analyzer in



Section 3. Section 4 describes the conditions under which test
results were obtained, as well as presenting graphical results

of the sensitivity, response time, stability, specificity and
detection of HCl1l in the presence of moisture. Finally, the general

conclusions and recommendations are given in Section 5.



' 2f - PRINCIPLE OF THE DUAL ISOTOPE GAS FILTER CORRELATION

NDIR GAS ANALYZER

The Gas Filter Correlation technique belongs to the nondis-

~persiVe infrared class of analyzers. ' In the present application,

two cells containing two stable isotopic species of hydrogen
35¢1 ana w37
chopper assembly and rotated at high speed so as to alternately

chloride, namely H Cl respectively, are mounted in a
filter radiation emitted from an infrared source., The intensity
of the radiation transmitted through the gas sample and an inter-
ference filter overlapping. the strong 3.5um band of HCl is
determined using a temperature stabilized PbSe detector. The
concentration of HCl present in the sample gas is determined by
normalizing the-chan§e,it produces in the difference between the
two filter cell signals to that of their average signal. Hence,

‘the instrument span is rendered insensitive to changes in the

source emission and optical transmission. 'A schematic diagram
illustrating the principle of the Gas Filter Correlation Analyzer

is shown in Figure 2.1.

The filtered and chopped ‘infrared beam presents in time
sequence to the solid state detector, two similar but importantly
differing spectra. One spectrum is missing those wavelength com-

ponents which can be absorbed by the isotope H35Cl and the other

‘spectrum is missing those wavelength components which can be

37 1

- absorbed by the isotope H™ 'Cl.

’ It is seen'thatrthe analyzer essentially compares the amount
of H Clrand'H37
times as much H

35 Cl in the sample tube, but since there is three

35Cl than H37C1 in any sample, the result is a

direct measurement of the hydrogen chloride in the sample.

As shown in Figure 2.2, the output of the device is obtained

from the ratio:
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Dual Isotope Gas Filter Correlation NDIR Analyzer for HCIL.
H37¢cl is a stable isotopic form of hydrogen chloride, H35¢1
is the more common form. The chopper blade contains gas
" ‘cells which chop the infrared beam into_an alternating se-
- qygnce of beams which are missing the HBSS% and then the
H

Cl components. The beam missing the H

Cl wavelength

components is only slightly further reduced by any HCl in
the sample tube.” The beam missing the H37¢1 wavelength
components is strongly reduced by HCl in the sample tube.



beam rich in,H37Cl - beam rich in H35C1

beam rich in H37C1

HCl concentration = Const., x

#37c1 - 83%1 B -a

.H3?Cl B . {2.1)

or HC1l concentration = Const. x

hY

Thus instrument outpﬁt is independent of variation in most
instrument or gas paraﬁeters. If, for example, the gas in the
_sample region were suddenly to become 50% obscuring because of the
 arrival of dense smoke, the ratio (2.1) becomes

37 35
cohcentration = Const. x 142 H Cl 371/2 H”Cl
' 1/2 H”'C1
- 37, _ .35
= Const. x & 013;;H Cl _B B‘A
o e

and the instrument output remains unchanged in its evaluation of
HCl concentration. '

The instrument is stable against variation in many other
factors including source intehsity drift, window dirt, most
electronic drift and detector sensitivity drift.

A different and changing amount of dirt on the H35

Cl and the
H?7C1 windows of the chopper produces first order instrument drift,
These windows are, however, ehtirely separated from the sam?le gas
stream and from any contact with the external environment, and

differential dirt on them will not be a problem.



e

3. DESCRIPTION OF THE PROTOTYPE HCl ANALYZER

A schematic diagram of the gas filter correlation analyzer
designed to monitor HCl is shown in Figure 3.1. The infrared |
source 1is an automotive-type cigarette lighter, encased in a
ceramic housing and resistance heated to about 1000° K. Radiation
from the source in the forward direction passes through two beam-
defining apertures in the walls of an enclosure which surrounds
the rotating chopper assembly. Two cells containing respectively
mixtures of H35Cl and H37Cl in nitrogen are mounted in the chopper
assembly and rotated at approximately 80 Hz so as to alternatively
filter the radiation entering the sample cell. Radiation trans-
mitted by the rétating chopper assembly is then passed through a
100 cm sample cell consisting of a glass tube 1" in diameter and

gold plated on the inside to yield a hlgh reflection coeff1c1ent

Side ports at each end of the sample tube permit gas to be flowed

. through the sample tube. Radiation which is transmitted by both

the sample cell and inferference filter is collected by a cone and
reflected onto a temperatufe stabilized PbSe detector. The inter-
ference filter centered at 3.6um has a half power bandwidth of
0.18um and limits the transmitted radiation to that of the P branch
of HCl. All infrared transmitting windows are sapphiré.

‘ The HC1 gés filter cells are fabricated by fusing 1" diameter
sapphire windows to either end of a .45" long sleeve of Corning
type 7520 glass. A glass side tube connects the filter cell through
a glass-to-metal seal to the gas mixing manifold while f£illing the
cell with the required gas mixture, after which the side tube is
torched off within 1/2" of the cell wall. After each cell has been
filled with the appropriate mixture it is epoxied into its own J

~aluminum holder which is in turn screwed to the rotating chopper

assembly. A corrosive resistant manifold was constructed for the
purpose of filling the filter cell with the required gas mixture.
The pressures of gases introduced into the cell are monitored with
a Baratron capacitive-type manometer. The isotopically enriched

HCl1 was obtained from Oak Ridge National Laboratory. The H35Cl is

99.35% 35Cl enriched with the balance being H37Cl, and the H37Cl is

3-1
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35

90.35% enriched with the balance being H "Cl. Prior to filling,

‘'each cell was evacuated on a diffusion pump vacuum system and

baked to about 150° C overnight.  The procedure for filling a cell
was to first introduce the required partial pressure of HCL into
the gas cell and then isolate the cell., The HCl in the manifold
was then retrieved by freezing the isotope supply. (The vapor
pressure of HCl is 10"5 Torr at ligquid nitrogen.temperature.)
High purity nitrogen was then introduced into the cell yielding a
total pressure of 760 Torr. The cell was again isolated.

Finally the cell was immersed in liquid nitrogen to reduce its
interior pressure to about 0.25 of an atmosphere and the cell
torched off. The gas mixture contained within the cells has been
found to be quite stable which is not surprising because of the

fused construction.

The cell filling pressure used in a gas filter correlation
analyzer may be chosen to Satisfy:a variety of criteria. As the
cell gas filling approaches optically "thin" conditions, the
sensitivity of the analyzer decreases and eventually approaches.

zero. For optically "thick" cells the sensitivity of the analyzer

is almost constant, however the selectivity of the analyzer

{i.e., its ability to reject or show no response to other gasés)

in general worsens as the cell optical thickness increases. Thus

the choice of actual gas concentration used in chopper cells is
uéually'a compromise between the desired sensitivity and selectivity.

Andros had in the past (with gases other than HCli used cell
ﬁillings to yvield an optical "thickness" such that komu = 8
{kcm-is the maximum. peak LR absorption coefficient of the gas, located
at the center of the strongest absorption line; u is the optical
thickness of the gas in atm cm). |

Len™t, The physical length of the cells

ﬁxlmlkm1{45amf
used in this program was 1.15 cm and thus the filling pressure of

HCl1 to satisfy the above rule can be calculated as follows:
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kom X Length x partial pressure = 8,

& 45 x 1,15 x p = 8,
Hence p - .155 atm = 118 Torr,

All of the subsequent results quoted in Section 4 of this
report were taken with an HCl cell filled to a partial pressﬁre of .
.115 Torr HC1 and a total pressure of 760 Torr N, + HCL. Since
the analyzer yielded sensitivity and selectivity consistent with
the program goals with this cell filling, it was considered not
warranted to conduct extensive experiments with alternate cell
fillings. It is, however, worth mentioning that early in the pro-
gram one cell was filled to an HC1 partial pressure of 30 Torr,
or one-fourth of the above value. When the 30 Torr cell was used
in the analyzer, the sensitivity (as expected) decreased and was
- about two-thirds of the value found with the 115 Torr cell. The
results of Section 4 are thus relatively insensitive to actual
filling pressure, and the use of HC1l filling pressures anywhere in
the range of 50 - 200 Torr would probably have yielded closely

~similar analyzer performance.

The temperature of the PbSe detector is thermoeleqtriéélly

- stabilized using a thermistor attached to the detector substrate
and servoing the cooler power to hold its resistance constant,.
Optical‘pickups are located at appropriate points around the
rotating chopper assembly toc provide reference signals for the
synchronous detection electronics. As explained in Section 2, the
infrared radiation reaching the detector during each rotation of
‘the chopper assembly consists of two distinct beams, One of these
beams will'be attenuated according to the concentration of HCl in
the sample gas while the other is relatively unaffected. A block
diagram of the signal processing electronics is shown in Figure 3.2.

There are two demodulators in the signal processing electronics,
One of these, the "V" demcdulator, measures the magnitude of the
reference beam. The second, "AV" demodulator, measures the differ-

ence between the sample and reference beams from which is subtracted



a fraction of the reference beam to correct the zero offset due to
the natural difference in the intensities in the sample and
reference beams, When there is no HCl present in the sample gas,
then the zero offset is adjusted to provide zero output from the

AV demodulator. The presence of HCl in the sample will now be
registered as the deviation of the aV demodulator output from zerec.
Since a givenjconcentration of HCl will always absorb the same“
fraction of the incident radiation, this fraction is derived by per-
forming the analog division of the signals from the AV and V
demodulators. The output of the analog divider is then tailored

'to the desired response time using a two-pole low-pass filter to

yield the instrument output.



4, RESULTS OBTAINED WITH THE PROTOTYPE HC1 ANALYZER

4.1 Test Apparatus

" The analysis of a gas stream for its HCl1l content is often
complicated by the presence of water vapor either in the sample
gaé or on the walls of the sample cell, In the present optical
design, the simultaneous condensation of HCl and water vapor on
the walls of the sample cell ?roduces a very significant decrease
in the reflection coefficient of the infrared radiation (incident
at glancing angles) and hence overall optical transmission, which
in turn results in an unacceptable zero instability. The follow-
ing results were therefore obtained with the system thoroughly
purged of either HCl or water vapor, when the other gas was béing
studied.' The zero instability of the current'prototype analyzer

'in the presence of both HCl1l and water vapor is not expected to be

present using sample cell designs in which the glancing angle wall
reflections of the present design are avoided. Hence the sensi-
tivity, response time, specifiéity and stability inherent in the
gas filter correlation analyzer approach to the detection of HCl
can still be evaluated with the prototype unit developed during

the current contract.

A schematic diagram of -the gas mixing manifold used to obtain.
required HC1l mixtures in N, is shown in Figure 4.1. A gas dilution
manifold consisting of two flow meters (one of which is made solely

- from glass for use with HCl), teflon sampling lines and fittings,

and several valves, is used to produce known concentrations and
flow rates of HCl in N,. A single stage corrosive-resistant regu-
lator is used with the HCl supply which is either pure HC1l or a
mixture of 150 ppm HCl in N,.

Three sample tubes have been used to perform these studies.
The main sample cell is a 100 cm long, 0.88 inch I;D. glass tube,
bent in the form of a "U" with the internal surface gold-plated and.
the ends sealed with sapphire windows. All of the test results
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quoted have been obtained with this sample cell, with the excep-
tion of the moist HCl tests described in Section 4.6, which used
the relatively open cell configuration shown in Figure 4.6. A
third.sample cell, with an optical path length of 0.5 cm, was
introduced into the optical path of the "U" tube for additional
HCl calibration tests. See Figure 4.1. This cell is fabricated
by mounting twé sapphire windows over a 0.88 inch diameter hole
in a block of teflon. Two 0.12 inch holes in the cell walls en-
abled gas flow. through the cell.

4.2 Sensitivity

Two approaches wgfe taken to spanning the instrument start-
ing respectively with a calibration mixture of 150 ppm HCl in N,,
manufactured by Precision Gas Products, and pure HCl. The calibra-
tion mixture, when used with the 100 cm sample tube, yielded an
.absorber thickness of 0.015 atm cms, while pure HCl was diluted
with pure N, using the apparatus shown in Figure 4.1 to a level
‘'which provided a comparable absorber thickness when flowed
through the short (0.5 cm) sample cell. The fraction of the trans-
‘mitted radiation absorbed by the HCl in each case agreed within
10% and therefore the 150 ppm HC1l mixture was used as the calibra-.
tion standard for subsequent tests. '

Figure 4.2 shows the response of the analyzer to 9 ppm HCl
in N, which was produced by dilution of the calibration mixture.
The peak-to-peak noise equivalent level of HCl can be seen to he
about 0.3 ppm for the conditions of an electronically determined
10-90% time response of 2.2 seconds. From these results, the rms
noise equivalent concentration of HCl can be estimated to be about
0.06 ppm. This noise level could be reduced by a factor of two,
if the 5 sapphire windows in the optical path (whose transmission
is 87%) were replaced by anti-reflection coated silicon windows
{of 99% transmission at 3.5um), since the transmitted power would
then be doubled, - ‘
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4.3 @ Response Time -

Whereas the total instrument response time shown in Figure
4.2 was limited by the gas flow rate, an example of the analyzer's
response at very high flow rates (in which the response is now
determined by the electronic time constant of 2.2 seconds) is
shown in Figure 4.3. If should be noted that the apparent varia-
tion in response to the 9 ppm HCl was due to instabilities in the
gas dilution system at the very high flow rates used.

4.4 S?ecificity

An example of the analyzer s response to 1000 ppm CH4,
320 ppm n-hexane, 8% CO0, and 10% CO is shown in Figure 4.4, and
3% H,0 vapor in Figure 4.5. There is no measureable effect due
to COZ' CO and Hzolvapor while the rejection ratios for CH4 and
n-hexane are 2000:1 and 100:1 respectively. Shown also for com-
parison in Figure 4.4 is the response to 15 ppm HCl both before
and after the cross sensitivity tests.

Therefore a ;esponse'equivélent to 0.1 ppm HCl1 will not be
exceeded by the above species at the levels of

co ' 1,000 ppm

co, . 1,000 ppm
HyO 25,000 ppm
CH; ' 100 ppm
n-hexane 10 ppm. )

4.5 Stability

Since the analyzer maintains span stability by computing
the ratio of the absorbed power to transmitted power, then the
instrument span can only change if gas were to leak out of the
chopper cells. Neither a change in span nor repeated measure-
ments of the absorption s?ectrum of the cells using a spectrophoto-
meter indicated ahy loss of gas from the cells used to 6btain thése

results.
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Flgure 4. 4 Sen51t1v1ty of the HCl gas filter correlation analyzer to relatlvely
hlgh levels of CH4, nnﬂexane, COz, €O and HCl in N»p,.
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Figure 4.5 Response of the HCl gas filter correlation analyzer to alternate streams

The instru-

2 and a Ny stream saturated with Hp0 vapor at 75° F.

temperature stabilized at 120° F.

of dry N
“ment is



A typical example of the zero sfability obtained with the
J00 cm "U" tube while flowing N, through the sample cell is shown
in Figure 4.2, in which there has been a zero drift of less than
0.2 ppm over the measurement time of approximately twenty minutes.
These results were obtained with the optical assembly open and
sitting on a bench in the laboratory. . Improved thermal insulation -
and/or electronic temperature correction would further improve the
zero stability. Measurements performed with the prototype unit
placed in an environmental chamber yielded a zero drift with tempera-
ture of 0.25 ppm HCl per °C, which can be considerably reduced by
electronic temperature compensation.

7 Since the radiation which is transmitted through the sample

- cell undergoes many reflectlons at glan01ng angles, the condensa—
tion of H,0 vapor on the walls of the sample tube when HCL is

“present produces a very significant reduction in reflection co-
efficient.  No significant problemé aré'exPected, hdwever, using
an optical system in which the radiation is at approxlmately normal
incidence to the reflectlng surface.

This latter assﬁmption‘has been partially verified using the
experimental Arrangement shown in Figure 4.6 in which the "U” tube
of the prototype HCl analyzer has been replaced by a 10 cm diameter,
10 cm long plexiglass sample cell, and the detector assembly haé
been repositioned so as to respond only to radiation transmitted -

“directly through the sam@le cell without being reflected from its
walls. Tests have been performed in which both relatively low‘
levels (32 ppm) and high levels (1150 ppm) of HCL have been produced
in the sample cell With thé balance of gas being either dry N, or
moist air containing as much as 1% H,0 vapoxr. ~ Since some HC1l and
Ha
sapphire windows of the sample cell,.it is very significant that

0 vapor can be expected to condense on the interior side of the

at thése normal incident ahgles, no significant decrease in trans-
mission of radiation through these windows has been observed when
moist air replaces N, in the sample cell (which has been preV1ously
dried thoroughly). '



4.6 Effect of H,0 Vapor on Span Sensitivity

The possibility has been raised that the interaction of the
highly polar molecules HCl and H,0 might result in a slight dis- -
placement of the absorption band of the HCL in the sample cell
from that in the gas correlation cells, and thereby produce a
reduced sensitivity to HCl in the presence of moisture. The proto-
type was therefore modified to that of an essentially open-cell
configuration as shown in Figure 4.6 in which there is no signifi-
cant loss of either EC1 orkH20 from that part of the sample gas
within the optical path.

.Examples of the ﬁest results bbtained,‘shown in Figures 4.7
and 4.8 for 1150 ppm and 32 ppm HCl respectively, do not show any
effect of the H20 vapor,

Referring to the chart recorder data of Figure 4.7, the base-
line is first established by flowing dry N, into the sample céll.
Next, pure BCl at 23 cc/min and dry N, at 21 liters/min are simul-
taneously turned on, giving a mixture of approximately 1150 ppm
HC1l in N, in the sanmple tube. Then tﬁe N, stream is replaced by
air at room humidity, giving approximately 1150 ppm HCl in humid
air in the sample Eube. This sequence is repeated and finally the
HC1 is shut off completely and the flow reverts to dry N,. It
should be noted that the experimental procedure employed was to
adjust the laboratory air and dry N, flow rates to give identical
readings on the common flow meter. Since the density of air is
gieater than N,, this results in the flow rate of air being 2%
less than that of N, and hence the concentration of HCl produced
in air would be 2% greater than that in N2, which corresponds to
just the difference in analyzer response observed on the chart
recording, Furthermore, the transients observed when éhanging
between dry N, and laboratory air are produced by their momentary
interruption resulting in a brief rise in the BCl concentration in

the optical path. Within the limits set by detector noise, the
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Figure 4.6. Sche.matlc dlagram of the modif:.ed prototype HC1 analyzer
- in which the "U" tube sample cell has been replaced by a -
e ,relatlvely large diameter plexiglass sample cell so that
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Notes on Figure 4.7:

1.

2.

3.

The transients observed when dﬁangihg-betwéeﬁ'drf N, and laboratory
air are produced by their momentary interruption.

The experimental procedure employed was to adjust the laboratory air
and dry Nz flow rates to give identical readings on the common flow
meter. Since the density of air is greater than N»j, this results in
the flow rate of air being 2% less than that of N and hence the
concentration of HCl produced in air would be 2% greater than that

in Nj, which corresponds to just the difference in analyzer response
observed on the graph. : '

The conclusion drawn from this exPeriment‘is that water vapor does riot
desensitize the HCl Gas Filter Correlation Analyzer at the levels of
gas used. . : : o



results shown in Figure 4.8 for 32 ppm HCl do not exhibit any
effect due to H,

10-fold decrease in analyzer sensitivity over that shown in

O vapor. It should be noted that the apparent

Figure 4.2 is merely due to the reduction in sample path- length
by a factor of 10. While conclusive experiments to show that the
HCl and moist air streans are mikingowell within the sample cell
are not easy, there are two pieces of supporting evidence.
Firstly, a smoke stream introduced in place of the HCl1l appears

to disperse very rapidly and uniformly; and secondly, the fraction
of the transmitted radiation which is absorbed by the HCl during
these tests corresponds to that predicted on the basis of the
absorption law derived .during the studies performed with the "U"-

shaped sample tube in which dry HCl was uniformly dispersed,

Hence we conclude that water vapor does not desensitize the HCL
gas filter correlation analyzer at the levels of gas used.

4-14
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. Figure 4.8, 'Response of the modified HCl1l gas filter correlation analyzer
to 150 ppm HC1l in N, whs.ch is mixed 1n the sample cell with

(a) Dry Nj.
(b) Moist air. The concentratlon of water vapor in the

NOTE:

sample cell becomes 0.6%.

With the limits set .by detector noise, these results
do not indicate any effect of water vapor on the
sensitivity of the HCl gas filter correlation
analyzer at relatively low levels of HCl.

-



5. CONCLUSIONS AND RECOMMENDATIONS

The results of this program have demonstrated that the proto-
type HCL anaiyzer employiﬁg an NDIR Gas Filter Correlation tech-.
nique can measure the concentration of HCl in dry gas samples with
a peak-to-peak noise level of approximately 0.3 ppm and a time
response (10% to 90%) of -about 2 seconds, while maintaining an
adequate regectlon of any other gases likely to be present in the
atmosphere. '

The prototype analyzer used an absorption pathlength of
100 -cms, and thus the peak-to-peak noise level of 0.3 ppm corresponds
to an "optical" thickness of HCl1 gas of -3 x 10-5 atm cm,

The response of the prototype analyzer to the gases CHy,
C6H14 (n-Hexane), CO, CO2 and H,O0 was measured. For the cases Qf
CH4 and C 14, "
showed a response equivalent to 1 x 10 atm cm of HCl, For the
- cases of CO, CO2 and H20 5, 4 and 3 atm cm of these gases respec-
tively showed an immeasurably small response which was equivalent

to less than 1 x 10~2 atm cm of HCl:

2 x lOHZ and 10°° atm cm of these gases respectively

. Furthermore, experiments‘have beeh performed which have
demonstrated that the span stability of the HC1l gas filter correla-
tion analyzer is unaffected by the presence of water vapor. The
only practical limitation encountered has been an excessive zero
 drift which is produced by the simultanequs condensation of H20
and HCl on the walls of the sample cell.

' The recommendation is made that By incorporating a relatively
open-volume, multiple path sample cell into the prototype analyzer,
then not only should the required zero stability in the presence of
moist HCl be achieved,; but that this configuration would be appro-
priate for both groﬁnd station and airborne monitoring of frace |

quantities of HC1l in the ambient atmosphere.
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